
Part #  I-C2120-1

Power Optic Voltage Stabilizer Module

Installation
-Connect the output wires from a 3.6V AC or DC power supply to the screw terminals 
  marked AC. Actual transformer voltage may range from 3.2 to 4.6 volts.
-Connect the two wires from the handpiece tubing to the screw terminals marked LAMP. 
-Refer to the diagram below for typical installation configuration.
-Affix module in a suitable location using the adhesive pads supplied. 
-Plug the power supply into 120 Volts AC.
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ATTENTION!
Bulb may overheat 

if used for longer than 
20 seconds without 

running the handpiece!


